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Objective of our research was to explore capabilities of Timepix for its use as a single dosemeter and LET 
spectrometer in mixed radiation fields created by heavy ions. We exposed it to radiation field (i) at heavy ion 
beams at HIMAC, Chiba, Japan, (ii) in the CERN's high-energy reference field (CERF) facility at Geneva, 
France/Switzerland, (iii) in the exposure room of the proton therapy laboratory at JINR, Dubna, Russia, and 
(iv) onboard aircraft. We compared the absolute values of dosimetric quantities obtained with Timepix and 
with other dosemeters and spectrometers like tissue-equivalent proportional counter (TEPC) Hawk, silicon 
detector Liulin, and track-etched detectors (TEDs). 
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INTRODUCTION 

Heavy ions in cosmic radiation, and those used in ion beam 
therapy, produce secondary particles of large energy range 
when interacting with the target materials (spacecraft hull, 
atmosphere, beam-line components, and the human body). 
Dosimetry measurement in such mixed radiation fields is 
therefore difficult and usually requires a combination of two 
or more detector types. However, we proved that under 
certain conditions, Timepix can be used as single dosemeter 
in mixed radiation fields thanks to the advantages of pixel 
detectors. 

MATERIALS AND METHODS 

Timepix [1] detects single particles, their positions, depos- 
ited energies (in TOT mode [2]) and their time of arrival. The 
main advantage of Timepix is its ability to recognize single 
tracks of charged particles in real time. Further advantages 
are high energy and time resolution, small size and short 



time needed for data evaluation. Its limitation is relatively 
small sensor volume coupled with the fact that the sensor 
volume is not tissue equivalent; this is however correctable 
on a track-by-track basis. Each ionizing particle, which inter- 
acts in the chip, creates signal in several adjacent pixels 
called cluster. After the per-pixel calibration [2], the TOT 
signal from cluster gives the energy deposited in the silicon 
chip by a single particle. We evaluated the absorbed dose to 
silicon as ratio of the sum of the energy depositions in all clus- 
ters and the detector mass. For charged particles, absorbed 
dose to tissue D, was estimated as absorbed dose to silicon 
multiplied by the silicon to water conversion coefficient — the 
ratio of stopping powers in water and silicon calculated with 
SRIM [3]. The dose equivalent was calculated as H = D t - Q, 
where Q is the quality factor defined as the function of linear 
energy transfer (LET) according to [4]. LET of single particle 
interacting in the 300-(im thick silicon chip was calculated as 
quotient of the energy deposited per track length. Note that the 
visible track shape is only 2D projection of the real 3D track 
of particle in sensor chip. The real track length is the 
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hypotenuse in the right triangle where the other sides are the 
projection length and the chip thickness. 

RESULTS AND DISCUSSION 

Our experiments at Heavy Ion Medical Accelerator in Chiba 
(HIMAC) were focused on comparison of the LET spectra 
measured with Timepix and with track-etched detectors 
(TEDs). We compared data from exposures of Timepix and 
TEDs to silicon and iron beams with nominal energies 490 
and 500 MeV/u, respectively. Both methods showed the 
same position of primary and fragment peaks in the LET 
spectra. More research is needed to explain differences in the 
shape of LET spectra. 

In the CERN's high-energy reference field (CERE) facility 
[5], we performed experiments with Timepix aimed on (i) 
comparison of dosimetric quantities (LET, D,, H) measured 
also with the tissue equivalent proportional counter (TEPC) 
Hawk [6], (ii) comparison of dosimetric quantities (energy 
deposition spectra and D Si ) measured with the semiconduct- 
or detector Liulin [7], and (iii) estimation of thermal and fast 
neutron fluxes. Comparisons showed that both quantities (D, 
and H) measured with Timepix are lower, about 10% than 
those measured with Hawk at all irradiated reference posi- 
tions. LET spectra showed perfect agreement in the full 
range (from 1 to 1500 keV/um). 

Comparison measurements with Timepix and Liulin in 
CERE, at the proton therapy beam in Dubna and onboard air- 
craft were used to verify the evaluation method of absorbed 
dose to silicon. Both detectors (Timepix and Liulin) use similar 
sensor chip — the silicon diode with the same thickness and 
frontal area 2 cm 2 . However, the methods of signal analysis are 
different: Timepix records the time of collection of the charge 
above the noise threshold, whereas Liulin records the pulse 
height. Different are also the calibration methods. The results, 
however, showed very good agreement at all radiation fields. 

Neutron spectra in CERE have two peaks: first at the thermal 
region (from 10~ 2 to 10 _1 eV) and second at the high-energy 
region (around 10 8 eV) [8]. We measured neutrons with 
Timepix using the convertors 6 LiF and polyethylene (PE) for 
conversion of thermal and fast neutrons, respectively, to the 
charged particles. Nuclear reaction induced by thermal neutron 
on 6 Li is following: n( 6 Li, 4 He) 3 H. Energies of the reaction pro- 
ducts, 3 H and 4 He, are 2.73 and 2.05 MeV, respectively, and 
their ranges in silicon calculated by SRIM are 42.9 and 7.5 
um, respectively. Because both ranges in silicon of 3 H and 4 He 
are shorter than the pixel size, we expected only circular clus- 
ters caused by thermal neutrons. On the other hand, fast 
neutron interactions with PE produce protons of a wide range 
of energies and angles. Clusters (tracks) made by fast protons 
can have circular, elliptical or 'long thick path' shapes. We 
compared signal from three pixel regions: (i) under the 6 LiF, 
(ii) under PE and (iii) with no converter material: energy 
region was clearly higher between 2.1 and 2.7 MeV under the 



6 LiF than in other cases; heavy tracks were much higher in 
case of PE region than in other cases. Calculation of the 
neutron fluxes from these results is a subject of further work. 

CONCLUSIONS 

We described the Timepix evaluation methods of the dosimet- 
ric quantities in mixed radiation fields and presented the results 
of inter-comparison measurements with different dosemeters. 
We observed a good agreement of LET spectra measured with 
Timepix and TEPC Hawk at CERE, LET spectra measured 
with Timepix and TEDs at HJJV1AC, and energy deposition 
spectra measured with Timepix and Liulin in Dubna and 
onboard aircraft. The underestimation of D, and H by Timepix 
about 10% compared with Hawk is caused by simplification 
used via the silicon to water conversion coefficient; better esti- 
mation method is needed. We used Timepix also for estimation 
of thermal and fast neutron radiation field. 

The paper was presented at Heavy Ion in Therapy and Space 
Radiation Symposium (HITSRS) in May 2013 in Chiba, Japan. 

FUNDING 

The work was supported by the Ministry of Education, 
Youth and Sports of the Czech Republic by INGO project 
n. LG13031, by the Swedish National Space Board and by 
the Japan Society for Pomotion of Science. 

REFERENCES 

1. Llopart X, Ballabriga R, Campbell M, Tlustos L, Wong W. 
Timepix, a 65-k programmable pixel readout chip for arrival 
time, energy and/or photon counting measurements. NucI 
lustrum Methods A 2007;581:485-494. 

2. Jakubek J. Precise energy calibration of pixel detector working 
in time-over-threshold mode. NucI Instrum Methods A 
2010;633:S262-S266. 

3. Ziegler JF, Ziegler MD, Biersack JP. SRIM - The stopping and 
range of ions in matter. NucI Instrum Methods B 
2010;268:1818-1823. 

4. ICRP 60. Recommendations of the International Commission 
on Radiological Protection. ICRP Publication 60. Ann ICRP 
1991;21:1-3. 

5. Mitaroff A, Silari M. The CERN-EU High-energy Reference 
Field (CERF) facility for dosimetry at commercial flight alti- 
tudes and in space. Radiat Prot Dosim 2002;102:7-22. 

6. Far West Technology Inc., 2010. 'HAWK' TEPC Environmental 
Monitor Model FW-AD1. http://www.fwt.com/detector/fw- 
adlds.htm (9 December 2013, date last accessed). 

7. Dachev TsP, Spurny F, Ploc O. Characterization of the radiation 
environment by Liulin type spectrometers. Radiat Prot Dosim 
2011;144:680-683. 

8. Prokopovich DA, Reinhard MI, Cornelius IM, Rosenfeld AB. 
GEANT 4 Simulation of the CERN-EU High-Energy Reference 
Field (CERF) facility. Radiat Prot Dosim 2010;141: 106-1 13. 



